
Bradford Protocol 
1. Standard: 

Standard Volume + Buffer Take it from 

2mg/ml 20 + 80 BSA Stock 10mg/ml 

1.5mg/ml 15 + 85 BSA Stock 10mg/ml 

1mg/ml 30 + 30 Standard 2mg/ml 

0.75mg/ml 30 + 30 Standard 1.5mg/ml 

0.5mg/ml 30 + 30 Standard 1mg/ml 

0.25 mg/ml 30 + 30 Standard 0.5mg/ml 

0 mg/ml Buffer  

2. Prepare for two samples per duplicate and 3 dilutions: 8ml Bradford dilute 1/4 
with mqH2O. (2ml Bradford + 6ml mqH2O). 

3. Prepare dilutions from the sample: 

1/10 10 + 90 Sample 

1/100 10 + 90 Dilution 1/10 

1/1000 10 + 90 Dilution 1/100 

4. Add in each well: 300ul Bradford 1/4 + 5ul of sample/pattern. 
5. Shake for 5 min. 
6. Incubate 15min at 37ºC. 
7. Measure absorvance with FLUOstar OPTIMA -> Software OPTIMA. Quick Start. 

Abs595. 

 
 

y = 9724x - 26,905
R² = 0,9587
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